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PREFACE. 



'TPHIS Pamphlet contains a description of the 
/ construdlioni adlion, and uses of the 

Radiometer, which was discovered by Mr. 
Crookes, F.R.S., V.P.C.S., and first exhibited 
by him at the Soiree of the Royal Society, 
April 7, 1875. In[ order, however, that the 
ac5lion of the instrument may be more clearly 
understood, a brief account of the researches 
and experiments which led to the discovery of 
the Radiometer is first given. 
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THE RADIOMETER. 



CHAPTER I. 

PRELIMINARY EXPERIMENTS. 

MR. CROOKES'S researches were originally 
suggested by some observations made 
when weighing heavy pieces of glass apparatus 
in a chemical balance, enclosed in an iron case 
from which the air could be exhausted. When 
the substance weighed was of a temperature 
higher than that of the surrounding air and the 
weights, there appeared to l^e an interference with 
the force of gravitation. Experiments were there- 
upon instituted to render the a<5tion more sensible 
and to eliminate sources of error. These experi- 
ments led to the discover}' that when radiation* 

' See page 14. 
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falls on a light body delicately suspended in a 
vacuuin it is driven away from the radiant 
source. 




The simplest form of apparatus for showing 
this is given in Fig. I. A bulb, c, 3 inches in 
diameter, is blown at the end of a glass tube, a, b, 
18 inches long. In this bulb a fine glass stem 



Preliminary Experiments. 



with a bar of pith, d/^, is suspended by means of 
a fibre of cocoon silk. When the apparatus is 
full of air at ordinary pressure, and radiation 
falls on one of the extremities of the bar of pith, 
a movement is obtained indicating attraction. 
If, however, the apparatus is exhausted by means 
of an improved form of the Sprengel vacuum 
pump, strong repulsion is shown when radiation 
is allowed to fall on one end of the index. 
Construdled with the proper precautions, and 
hermetically sealed oif when the vacuum is per- 
fect, this apparatus is so sensitive to heat that a 
touch with the finger on a part of the globe near 
one extremity of the pith will drive the index 
round over 90", whilst it follows a piece of ice as 
a needle follows a magnet. With a large bulb 
very well exhausted, and containing a suspended 
bar of pith, a somewhat striking e£fedl is produced 
when a lighted candle is placed about 2 inches 
from the globe. The pith bar commences to 
oscillate to and fro, the swing gradually increasing 
in amplitude until the dead centre is passed over, 
when several complete revolutions are made. 
The torsion of the suspending fibre now offers 
resistance to the revolutions, and the bar com- 
mences to turn in the opposite direAion. This 
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movement is kept up with great energy and regu- 
larity as long as the candle burns. 

The fadl that attraction takes place when air 
IS present in the bulb, and repulsion when air is 

Fig. 2. 



i 




absent, is perhaps more strikingly demonstrated 
by Fig. 2. Two glass bulbs, each containing a 
bar of pith abbut 3 inches long and ^ an inch 
thick, are suspended horizontally by a long fibre 
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of cocoon silk. If a hot glass rod or a candle is 
brought towards the one containing air, the pith 
is gradually attracted, and will follow the candle 
or hot rod as it is moved round the bulb ; but on 
bringing the candle or hot glass rod near the 
other bulb, the pith is strongly repelled by it. If, 
however, a piece of ice is placed near the pith 
bar which has just been repelled, the bar is at- 
tradled and follows the rod round, as a magnetic 

Fig. 3. 



Co 
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needle follows a piece of iron. Neutrality, or no 
movement, is produced when the bulb is only 
partially exhausted ; a minute trace of air inter- 
feres with the repulsion. 

For his later experiments Mr. Crookes required 
a still more sensitive apparatus ; he therefore 
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devised the form shown in Fig. 3, in which a fine 
glass beam, having discs of pith at each end, is 
suspended horizontally by a fine glass fibre, the 
whole * being sealed up in glass and well 
exhausted. To the centre of oscillation a glass 
mirror is attached. 

The advantage of using a glass fibre for sus- 
pending the beam is, that after each experiment 
it always returns accurately to zero. A thread of 
glass of less than a thousandth of an inch in 
thickness is wonderfully strong, of great stiffness, 
and of perfe6l elasticity, so that, however much 
it is twisted round short of the breaking-point, it 
untwists itself perfeftly when liberated. Any 
desired amount of sensitiveness can, moreover, 
be obtained by drawing out the glass fibre suffi- 
ciently fine. 

With this apparatus Mr. Crookes endeavoured 
to ascertain whether the movement of the bar of 
pith was due to light or heat, and to what portion 
of the solar speftrum was it most sensitive. 



CHAPTER II. 

THE CAUSE OF THE MOVEMENT OF THE BAR 

OF PITH. 

T It 7HETHER the movement is due to the 
^ /' effeft of light or heat is a question diffi- 
cult to determine, there being no physical 
difference between them. The specftrum, as sci- 
entific men understand it, extends from an 
unknown distance beyond the red to an indefinite 
distance beyond the violet; How far it would 
extend one way or the other if no absorbing 
media were present is not known. Fig. 4 is a 
diagram of the sped^rum. The human eye is 
sensitive to a portion of the spcftram situated 
between the line A in the red to about the line H 
in the violet. But this is not a physical difference 
between the luminous and non-luminous parts of 
the speftrum ; it i? only a physiological difference. 
Now, the part at the red end of the spe(5lrum 
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possesses, in the greatest degree, the property of 
causing the sensation of warmth, and of dilating 
the mercury in a thermometer, and of doing other 
things which are conveniently classed among the 
effedts of heat; the centre part affedts the eye, 
and is therefore called light; whilst the part at 
the other end of the spedtrum has the greatest 
energy in producing chemical action. But it must 
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not be forgotten that any ray of the spedtrum, 
from whatever part it is seledled, will produce all 
these physical adtions in more or less degree. A 
ray at the letter C, for instance, in the 
orange, if concentrated on the bulb of a thermo- 
meter, will cause the mercury to dilate, and thus 
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show the presence of heat ; if concentrated on the 
hand we feel warmth ; if thrown on the face of a 
thermo-pile it will produce a current oi electricity ; 
if thrown upon a sensitive photographic plate it 
will produce chemical action ; and if thrown upon 
the instrument described in the last chapter it will 
produce motion. All these adlions are inseparable 
attributes of the ray of that particular wave- 
length, and are not evidences of separate identities. 
That ray can no more be split up into five or six 
different rays, each having different properties, 
than the element iron, for instance, can be split 
up into other elements, one possessing the 
specific gravity of iron, another its magnetic 
properties, a third its chemical properties, a 
fourth its conducting power for heat, and so on. 
A ray of light of a definite refrangibility is one 
and indivisible, just as an element is, and these 
different properties of the ray- are mere functions 
of that refrangibility, and are inseparable from it. 
Therefore if a ray in the ultra red pushes the 
instrument with a force of 100, and a ray in the 
most luminous part has a dynamic value of 
about half that, it must be understood that the 
latter adtion is not due to heat-rays which ac- 
company the luminous rays, but that the aftion 
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is one purely due to the wave-length and the 
refrangibility of the ray employed. There is, 
then, no physical difference . between heat and 
light, so, to avoid confusion, it is proposed to 
call the total bundle of rays which come from 
a candle or the sun, radiation. 

It has been found, by throwing the pure rays 
of the spedtrum one after the other upon this 
apparatus, that the adtual rays which cause this, 
aftion could be ascertained. 

The apparatus was fitted up in a room spe- 
cially devoted to it, and was protedted on all 
sides, except where the rays of light had to pass, 
with cotton-wool and large bottles of water. A 
heliostat refledted a beam of sunlight in a con- 
stant dired^ion, and it was received on an appro- 
priate arrangement of slit, lenses, prisms, &c., 
for projedting a pure spedtrum. Results were 
obtained in the months of July, August, and 
September ; and they are given in the figure 
(Fig. 4) graphically as a curve, the maximum 
being in the ultra-red and the minimum in the 
ultra-violet. Taking the maximum at 100, the 
following are the mechanical values of the dif- 
ferent colours of the spedlrum : — 
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Ultra- red 100 

Extreme red 85 

Red 73 

Orange 66 

Yellow 57 

Green 41 

Blue 22 

Indigo 8J- 

Violet 6 

Ultra-violet 5 

A comparison of these figures is a sufficient proof 

that the mechanical aftion of radiation is as 

much a fundlion of the luminous rays as it is of 

the dark heat-rays. 



CHAPTER III. 

APPLICATION OF THE ACTION OF RADIATION 

TO PHOTOMETRY. 

TO ascertain what influence the colour of the 
surface has on the acStion, Mr. Crookes 
construfted another torsion apparatus, in which 
six discs in vacuo could be exposed one after the 
other to a standard light. One disc always being 
lampblacked pith, the other discs could be 
changed so as to get comparisons of adtion. 
Calling the adlion of radiation from a candle on 
the lampblacked disc loo, the following are the 
proportions obtained : — 

Lampblacked pith loo 

Iodide of palladium 87*3 

Precipitated silver 56 

Amorphous phosphorus 40 

Sulphate of baryta ^y 

Milk of sulphur 31 

Red oxide of iron 28 

Scarlet iodide of mercury and copper . 22 
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*■ 

Lampblacked silver . 18 

White pith .18 

Carbonate of lead 13 

Rock-salt 6*5 

Glass 6*5 

This table gives important information on 
tnany points : one more especially — the action of 
radiation on lampblacked pith — is 5I times what 
it is on plain pith. A bar having one-half black 
and one-half white, exposed to a broad beam of 
radiation, will be pushed with 5J times more 
strength on the black than on the white half, and 
if freely suspended will set at an angle greater or 
less according to the intensity of the radiation 
falling on it. 

This suggested the employment of such a bar 
as a photometer, and the construftion of an in- 
strument on this principle is shown in Fig. 5. It 
consists of a flat bar of pith. A, half black and 
half white, suspended horizontally in a bulb by 
means of a long silk fibre. A reflefting mirror, b, 
and small magnet, c, are fastened to the pith, 
and a controlling magnet, d, is fastened outside, 
so that it can slip up and down the tube, and 
thus increase or diminish sensitiveness. The 
whole is completely exhausted and then enclosed 
in a box lined with black velvet, with apertures 
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for the rays of light to pass in and out. A ray of 
light from a lamp, f, refledled from the mirror, b, 
to a graduated scale, g, shows the movements of 
the pith bar. 

Two candles, e b, are placed each 12 inches off 
the pith bar, one on each side of it. When the 
screens, h h, are removed, the candle on one side 
will give the pith a push in one diredlion, and the 
candle on the other side will give the pith a push 
in the opposite diredlion, and as they are the 
same distanceoflf they will neutralise each other, 
and the spot of light will not move. When, 
however, one candle is cut off, the candle on the 
opposite ' side exerts its full influence, and the 
index flies to one end of the scale. Cut the other 
one off and obscure the first, and the spot of light 
flies to the other side. By balancing a standard 
candle on one side against any source of light 
on the other, the value of the latter in terms of 
a candle is readily shown. 

In pradlical Work on photometry it is often 
required to ascertain the value of gas. Gas is 
spoken of commercially as of so many candle- 
power. There are certain "standard" candles 
which are supposed to be made invariable by A6i 
of Parliament. They never burn, ^however, with 
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the same luminosity from one hour to the other, 
and no two candles are alike. To surmount this 

. difficulty place a " standard " candle at such a 
distance from the apparatus that it gives a deflec- 
tion of 100 degrees on the scale. If it is poorer 
than the standard, bring it nearer ; if better, put 
it farther off. Indeed any candle may be taken ; 
and if it be placed at such a distance from the 
apparatus that it will give a uniform defledtion, 
say of 100 divisions, the standard can be repro- 
duced at any subsequent time ; and the burning 
of the Candle may be tested during the photo- 
metric experiments by taking the defleftion it 

' causes from time to time, and altering its dis- 
tance, if needed, to keep the defledtion at loo 
divisions. The gas-light to be tested is placed at 
such a distance on the opposite side of the pith 
bar that it exa(5lly balances the candle. Then, 
by squaring the distances, the exadt proportion 
between the gas and the candle is obtained. 

Before this instrument can be used as a photo- 
meter or light measurer, means must be taken to 
cut off from it all those rays coming from the 
candje or gas which are not adtually luminous. 
A reference to the spedtrum diagram (Fig. 4, p. 12) 
will show that at each end of the coloured rays 
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there is a large space inadlive, as far as the eye is 
concerned, but adlive in respeft to the produdlion 
of motion — strongly so at the red end, less strong 
at the violet end. Before the instrument can 
be used to measure luminosity these rays must 
be cut off. 

It has been found that a clear plate of alum, 
whilst letting all the light through, is almost, if 
not quite, opaque to the heating rays below the 
red. A solution of alum in water is almost as 
eflfeftive as a crystal of alum ; if, therefore, there 
are placed in front of the instrument glass cells 
containing an aqueous solution of alum, the dark 
heat-rays are filtered off. 

But the ultra-violet rays still pass through, and 
to cut these off a quantity of sulphate of quinine 
must be dissolved in the alum solution. This body 
has the property of cutting off the ultra-violet 
rays from a point between the lines g and h. A 
combination of alum and sulphate of quinine, 
therefore, limits the aftion to those rays which 
affe(5t the human eye, and the instrument be- 
comes a true photometer. 

This instrument is very sensible to light. A 
candle 36 feet off produces a decided movement, 
and the motion of the index increases inversely 



22 The Radiometer, 



with the square of the .distance, thus showing 
that the amount of adlion is in diredl proportion 
to the amount of radiation. 

The experimental observations and the num- 
bers which are required by the theoretical dimi- 
nution of light with the square of the distance, 
are sufficiently close, as the following figures 
show : — 

Candle 6 feet oflf gives a defledtion of 218*0'' 

77-0^ 
54-0 

24'5" 

8-5" 

The effedt of two candles side by side is prac- 
tically double, and of three candles three times 
that of one candle. 

In the instrument just described the candle 
adls on a pith bar, one end of which is blacked 
on each side. But suppose the bar were to be 
blacked on alternate halves, and a light were placed 
near it sufficiently strong to drive the bar half 
round. The light will now shine on another black 
surface in the same position as the first, and the 
bar will be again driven in the same direction 
half round. This action will be again repeated. 
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the differential adlion of the light on the black 
and white surfaces will keep the bar moving, and 
the result will be rotation. 
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Such a pith bar, blacked on alternate sides, 
and suspended in an exhausted glass bulb, is 
shown in Fig, 6. 



i 



CHAPTER IV. 

THE RADIOMETER. 

T^ROM suspending the pith on a silk fibre, as 
•^ ^ shown in the last chapter, to balancing it 
on a point the transition is slight ; the interfering 
a(5lion of torsion is thereby removed, and the 
instrument rotates continuously under the influ- 
ence of radiation. 

Taking advantage of this faft Mr. Crookes has 
construdled the Radiometer, shown in sedlion 
and plan at Figs. 7 and 8. It consists of four 
arms, of some light material, suspended on a 
hard steel point resting in a cup, so that 
the arms are able to reyolve horizontally upon 
the centre pivot, in the same manner as the arms 
of Dr. Robinson's anemometer revolve. To the 
extremity of each arm is fastened a thin disc of 

B 
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Figs. 7 and 8. 







4. A very^ fine needle point. 

b. Two pieces of straw. 

c. Cup. 

dddd. Four mica or pith discs, blackened Oft Oftfe side. The arms between 

the straw m the centre and the discs are bent glass fibre. 
«« Glass support holding cup. 
(. Cement to keep the support e in its place. 
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roasted mica or pith, white on one side and 
lampblacked on the other, the black surfaces of 
all the discs facing the same way. The whole 
is enclosed in a thin glass globe, which is then 
exhausted to the highest attainable point and 
hermetically sealed. 

The arms of this instrument rotate with more 
or less velocity under the aftion of radiation, the 
rapidity of revolution being direftly proportional 
to the intensity of the incident rays. Placed in 
the sun or exposed to the light of burning mag- 
nesium, the rapidity is so great that the separate 
discs are lost in a circle of light. Exposed to a 
candle 20 inches off another instrument gave one 
revolution in 182 seconds ; with the same candle 
placed at a distance of 10 inches off the result is 
one revolution in 45 seconds ; and at 5 inches off 
one revolution was given in 11 seconds. Thus it 
is seen that the mechanical aftion of radiation is 
inversely proportional to the square of the dis- 
tance. At the same distance 2 candles give 
exaftly double, and 3 candles give three times, 
the velocity given by i candle, and so on up to 
24 candles. A small Radiometer was found to 
revolve at the velocities shown in the following 

B2 
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table, when exposed to the radiation of astandard 
candle 5 inches off. 

Time required for One Revolution. 



Sovrce of 
Radiation. 






Time in 
Seconds. 


ndle, 5 inch 

» 5 
» 5 


les off, behind 

>9 »9 


. green glass 40 
blue „ 38 
purple „ 28 


,, 5 
>, 5 

n 5 




99 
99 
99 


orange „ 26 
yellow „ 21 
light red,, 20 



The position of the light in the horizontal 
plane of the instrument is of no consequence, 
provided the distance is not altered; thus two 
candles, i foot off, give the same number of revo- 
lutions per second, whether they are side by side 
or opposite to each other. From this it follows 
that if the radiometer is brought into a uniformly 
lighted space it will continue to revolve. 

In diffused daylight the velocity was one revo- 
lution in from 17 seconds to 2*3 seconds, ac- 
cording to the intensity of the incident rays. In 
full sunshine, at 10 a.m., it revolved once in 
o'3 second, and at 2 p.m. once in 0*25 second. 

When heat is cut off by allowing the radiation 
to pass through a thick plate of alum, the velocity 
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of rotation is somewhat slower, and when only 
dark heat is allowed to fall on the arms (as from 
a vessel of boiling water) no rotation whatever is 
produced. 



B3 



CHAPTER V. , 

f 

EXPERIMENTS WITH RADIOMETERS OF DIFFERENT 

CONSTRUCTION. 

FOR experimental purposes the construdlion 
of the Radiometer may be varied to any 
desired extent. Several different kinds were ex- 
hibited by Mr. Crookes at the Soiree of the Royal 
Society, on April 5th, 1876 ; and as these instru- 
ments are now made by Mr. Hicks, a reference 
to their action will be included in this chapter. 

A Radiometer with the vanes blacked on both 
sides shows rotation in either diredlion, according 
to the way the light falls on them. On a candle 
being brought near one side, the other side being 
shaded from the light, rapid rotation is produced, 
which is at once altered in direftion by moving 
the shade to the other side. It is therefore 
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unnecessary, in order to produce rotation, for the 
surfaces of the discs to be differently coloured, 

A Radiometer with six arms, and carrying a 
mirror in its centre, has been arranged to enable 
the movement to be shown by a beam of light re- 
flefted from the mirror to the ceiling. This 
may be used to show that coloured light does 
not interfere much with the movement. The 
placing of yellow glass in front scarcely diminishes 
it at all. Very deep coloured red glass diminishes 
it a little more. Blue and green glass make it 
go a little slower, but still do not diminish the 
speed one-half. If a screen of water is placed in 
front the instrument moves with diminished velo- 
city, rotating, with about one-fourth its original 
speed. 



Taking, the aftion produced by a 

candle flame as . . . 
Yellow glass reduces it to 
Red 
Blue 
Green 
Water 
Alum 



99 



99 
99 
99 
99 



99 



99 



If the candle is now moved a little d 



100 

89 

56 

56 
26 

15 

stance off. 



so as to make the instrument move slower, and 
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a flask of boiling water is brought close to it, the 
luminous index no longer moves steadily, but 
in jerks. Each disc appears to come up to the 
boiling water with difiiculty, and to hurry past 
it. More and more sluggishly do they move past, 
until one fails to get by, and the luminous beam, 
after oscillating to and fro a few times, comes to 
rest, and rotation will not recommence until the 
candle is brought to within a few inches of the 
glass globe. On pith radiometers the adlion of 
dark heat is to repel the black and white sur- 
faces almost equally, and this repulsion is so 
energetic as to overcome the rotation caused by 
the candle, and to stop the instrument. 

With a radiometer constructed of roasted mica> 
or of a good condudtor of heat, such as metal^ 
the adlion of dark heat is different. Apply a 
candle to one made of silvered copper, polished 
on one side and lamp-blacked on the other, and 
it moves slightly the normal way. Cover it with 
a glass shade heated so that it feels decidedly 
warm to the hand, and the rotation first stops, 
and then recommences the reverse way. On re- 
moving the hot shade the reverse movement ceases, 
and normal rotation recommences. 

If, however, a hot glass shade is placed over a 
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pith radiometer the arms at once revolve the 
normal way, as if exposed to light. The diame- 
trically opposite behaviour of a pith and a metal 
instrument when exposed to the dark heat radiated 
from a hot glass shade is very striking. The 
explanation of the adlion depends on the faft that 
the metal is one of the best condudlors of heat, 
whilst pith is one of the worst. 

If the metallic radiometer is heated strongly 
with a spirit-lamp, the arms spin round rapidly. 
When the whole bulb is hot remove the lamp : 
the rotation first diminishes, then stops, and then 
the instrument spins round just as fast the re- 
verse way, but it is difficult to produce this reverse 
movement with a pith instrument. The adlion 
is due to the metal being a good condudtor of 
heat. As it absorbs heat it moves one way ; as 
it radiates heat it moves the opposite way. 

If a Radiometer made of four pieces of looking- 
glass blacked on the silvered side, and the metal 
radiometer are placed side by side, and the light 
screened from them, they come almost to rest* 
If suddenly chilled by pouring a few drops of 
ether on each of the bulbs, both instruments 
begin to revolve ; but whilst the movement in 
the case of the metal radiometer is direft^ that 
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of the looking-glass instrument is reverse. And 
yet to a candle they both rotate the same way, 
the black being repelled. 

With a Radiometer having inside it a platinum 
spiral the repulsion of the white and black sur- 
faces is found to be equal when the spiral is below 
redness. Above a red-heat the black is repelled 
more than the white, and rotation takes place. 

In the Turbine Radiometer the vanes are black 
on both sides, and are inclined at an angle like the 
sails of a windmill instead of being in a vertical 
plane. This instrument is not sensitive to hori^ 
zontal radiation, but it moves readily, in one 
direction or other, according as the candle is held 
above or below. 

The Heat Engine is also a Turbine Radiometer, 
having ice below and hot air above. It works by 
difference of temperature. 

The experiment with a Radiometer showing 
rotation of the glass envelope when the vanes are 
held fixed in space are of great interest. The 
instrument is floated in a vessel of water, and 
four candles are placed round it so as to set 
the arms in rotation. The arms carry with them 
a magnet. A mark is put on the glass envelope 
80 as to enable a slight movement of rotation to 
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be seen, A powerful magnet is now brought near 
the moving arms. They immediately stop, and 
at the same time the glass envelope commences to 
revolve in the opposite diredlion to that in which 
the arms have been revolving. The movement 
keeps up as long as the candles are burning, and 
the speed is about one revolution in two 
minutes. If the magnet is removed the arms 
obey the force of radiation from the candles^ and 

revolve rapidly, whilst the glass envelope quickly 
comes to rest. 



CHAPTER VI. 

USEFUL APPLICATION OF RADIOMETERS. 

'T^HIS instrument has been too recently con- 
•^ strudled to allow of more than a brief 
notice of the many uses for which it is applicable. 
It has been already shown that by timing the 
revolutions of the instrument when exposed direcSt 
to a source of light — a candle, for instance — the 
total radiation is measured. If a screen of alum 

is now interposed, the influence of heat is almost 
entirely cut off, the velocity becomes proportion- 
ately less, and the instrument becomes a photo- 
meter. By its means photometry becomes much 
simplified ; .flames the most diverse may readily 
be compared between themselves or with other 
sources of light ; a " standard candle " can now 
be defined as one which at x inches off causes the 
radiometer to perform y revolutions per minute. 
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the values of x and y having previously been de- 
termined by comparison with some ascertained 
standard ; and the statement that a gas-light is 
equal to so many candles may, with more accu- 
racy) be replaced by saying that it produces so 
many revolutions. 

To photographers the radiometer will be inva- 
luable* As it will revolve behind the orange- 
coloured glass used for admitting light into the 
so-called dark room, it is only necessary to place 
one of these instruments in the window to enable 
the operator to see whether the light ehtering his 
•room is likely to injure the sensitive surfaces 
there exposed ; thus, having ascertained by expe- 
rience that his plates are fogged, or his paper 
injured, when the revolutions exceed, say, ten a 
minute, he will take care to draw down an extra 
blind when the revolutions approach that number. 
Still more useful will the radiometer be in the 
photographic gallery. Placing an instrument 
near the sitter at the commencement of the day's 
operations, it is found that, to obtain a good 
negative, the lens must be uncovered — not for a 
particular number of seconds — but during the 
time required for the radiometer to make, say, 

twenty revolutions. For the remainder of the 

c 
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day^ therefore, assuming his chemicals not to 
vary, the operator need tiot trouble himself about 
the variation of light; all he has to do is to 
watch the radiometer and expose for twenty revo? 
lutions, and his negatives will be of the same 
quality,^ although at one time it may have taken 
five minute3i and at another not ten seconds, to 
perform the allotted number. 

This instrument is also capable of giving much 
useful information in climatology. The tempera- 
ture, the rainfall, the atmospheric pressure, the 
diredlion and force of the wind, are now carefully 
studied in most countries, in order to elucidate 
their sanitary condition, their animal and vege- 
table produftions, and their agricultural capa- 
bilities. But one most important element, the 
amount of light received at any given place, has 
been hitherto but very crudely and approximately 
estimated, or rather guessed at. Yet it cannot 
be denied that sunlight has its effedt upon life 
and he;alth, vegetable, animal, and human, and 
that its relative amount at any place is hence a 
point of no small moment. The difiiculty is now 
overcome by such an instrument as this. The 

« 

* In this brief sketch reference to the occasions in which the 
ultra-violet rays diminish in a greater proportion than the other 
Tays is omitted. 
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radiometer may be permanently placed on some 
tall building, or high mountain, and, by con- 
necting it by telegraphic wires to a central 
observatory, an exaft account can be kept of the 
proportion of sunlight received in different lati- 
tudes, and at various heights above the sea-level. 
Furthermore, our records of the comparative 
temperature of different places have been hitherto 
deficient. The temperature of a country depends 
partly on the amount of rays which it receives 
dire6t from the sun, and partly on the attno- 
spheric stud oceanic currents, warm or cold, 
which sweep over or near it. The thermometer 
does not discriminate between these influences ; 
but the radiometer will enable us now to distin- 
guish how much of the annual temperature of a 
place is due to the direft influence of 'the sun 
alone, and how much to the other fadtors above 
referred to. 

At first these instruments were made of the 
very lightest material possible, some of them not 
weighing more than half a grain ; and where 
extreme sensitiveness is required lightness is 
essential. But the force which carries them 
round is quite strong enough to move a much 
greater weight, and having ascertained this fadt 
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another useful application suggested itself- 
Fig. 9 shows an instrument carrying a niag- 
net, and outside is a smaller magnet, delicately 
balanced in a vertical position, having the 
south pole at the top and the north pole at the 
bottom. As the inside magnet comes round, 
the outside magnet, being delicately suspended 
on its centre, bows backwards and forwards, and, 
making contadl at the bottom, carries an eledlric 
current from a battery to a Morse instrument. 
A ribbon of paper is drawn through the " Morse ** 
by clockwork, and at each contadl — at each revo- 
lution of the radiometer — a record is printed on 
the strip of paper by dots ; close together if the 
radiometer revolves quickly, farther apart if it 
goes slower. 

The inner magnet is generally too strong to allow 
the radiometer to start with a faint light without 
some initial impetus. Imagine the instrument to 
be on the top of a mountain away from every- 
body, and that it is necessary to start it in the 
morning. Outside the bulb are a few coils of 
insulated copper wire, and by depressing the key 
for an instant an eledlric current from the battery 
is passed through them. The interior magnet is 
immediately defledled from its north-south posi- 
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tion, and the impetus thus gained enables the 
light to keep up the rotation. In a proper 
meteorological instrument there should be an 
astatic combination inside the bulb, so that a 
very faint light would be sufficient to start it, but 
for a simple experiment it may be set going by an 
eleftric current; place a candle near the mag- 

FlG. 10. 



netic radiometer, then touch the key; the 
instrument immediately responds ; the paper un- 
winds from the Morse instrument, and on it will 
be found dots in regular order. Put the candle 
8 inches off, and the dots come wide apart. 
Place it si inches off, and two dots come where 
one did before. Bring the candle 4 inches from 
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the instrument, and the dots become four times 
as numerous (Fig. lo), thus recording automatic- 
ally the intensity of the light falling on the 
instrument, and proving that in this case also 
the radiometer obeys the law of inverse square^. 
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